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Ultra-low vibration pulse-tube cryocooler stabilized 
cryogenic sapphire oscillator with 10~^^ fractional 

frequency stability 

John G. Hartnett and Nitin R. Nand, 



Abstract — A low maintenance long-term operational cryogenic 
sapphire oscillator has been implemented at 11.2 GHz using 
an ultra-low-vibration cryostat and pulse-tube cryocooler. It is 
currently the world's most stable microwave oscillator employing 
a cryocooler. Its performance is explained in terms of temperature 
and frequency stability. The phase noise and the Allan deviation 
of frequency fluctuations have been evaluated by comparing 
it to an ultra-stable liquid-helium cooled cryogenic sapphire 
oscillator in the same laboratory. Assuming both contribute 
equally, the Allan deviation evaluated for the cryocooled oscillator 
is (jy pa 1 X lO^^^r^^''^ for integration times 1 < r < 10 s 
with a minimum ay — 3.9 x 10^^ at r = 20 s. The long term 
frequency drift is less than 5 x 10^*/day. From the measured 
power spectral density of phase fluctuations the single side band 
phase noise can be represented by C^{f) = / f*' + 

10-"-V,/' + 10-^"'V/" + 10-^°-V/ + 10-"-°mdVi?z for 
Fourier frequencies 10~^ < / < 10^ Hz in the single oscillator. 
As a result Cj, ^ —97.5 dBc/Hz at 1 Hz offset from the carrier. 

Index Terms — cryogenic sapphire oscillator, cryocooler, phase 
noise, frequency stability. 

I. Introduction 

HIGH purity single crystal sapphire has extremely low 
loss at microwave frequencies [IJ and at cryogenic 
temperatures and as a result it has been used to develop the 
most highly stable microwave oscillators on the planet [2], 
Q. Loop oscillators are operated with a cryogenic sapphire 
resonator tuned to a high order whispering-gallery mode. This 
acts both as a very narrow loop filter and a ultra-high Q-factor 
frequency determining element in the Pound servo used to lock 
the oscillator frequency to the very narrow natural resonance 
line in the sapphire |4|. 

Cryogenic sapphire oscillators have been deployed to a 
number of frequency standards labs Q, ||6l and have facilitated 
atomic fountain clocks reaching a performance limited only 
by quantum projection noise [7J. Since most atomic fountain 
clocks |8| have significant dead time in their interrogation 
cycle, simply due to the fact that they are pulsed devices where 
one has to wait until the detection process is finished before the 
next cloud of cold atoms is launched, it is impossible to avoid 
influences of the Dick effect |9|-|12|. The Dick effect is the 
introduction of the phase noise of the local reference oscillator, 
from which the microwave cavity frequency is derived, to the 
short term stability of the fountain clock. One way to reduce 
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this is to use a lower noise highly stable reference, and this is 
where the cryogenic sapphire oscillator has been used. 

Recently a new project was started at the University of 
Western Australia to replicate the state-of-the-art cryogenic 
sapphire oscillator but using an ultra-low vibration designed 
cryostat fT3l and a pulse tube cryo-cooler The latter 
paper reported only on the frequency stability when using 
the low vibration cryocooler and cryostat under different 
operating conditions. Improvements have since been made 
and the design optimized. This paper details the cryogenic 
sapphire oscillator performance after those changes. For the 
first time we report on the resonator temperature stability, on 
the oscillator phase noise over 6 decades of offset Fourier 
frequencies from the carrier and also on the oscillator stability 
evolution for integration times 0.1s < t < 10,000 s) and 
what are the limiting noise processes with a view to future 
improvements. 

Previously cryocoolers have been used to cool the sapphire 
element in cryogenic sapphire oscillators. One was used in 
oscillators developed for NASA's deep space tracking network 
mi, ifTSl . which were built using a Gifford-McMahon cycle 
cryocooler, but still had limited performance at about 10^^^ 
over 1 s of averaging and a fractional frequency drift of about 
10~^^/day |[l6l. Later, Watabe et al. HT) used a two-stage 
pulse-tube cryocooler with a lower level of vibration than 
the Gifford-McMahon type, but the stability was still above 
10^^*. The pulse-tube design described in this paper is much 
lower in vibration at the cryocooler head and incorporates 
more vibration reduction features Iil3il to effectively reduce 
vibrations to a point where they do not impact the operation 
of the oscillator 13). Similar efforts have been made at the 
FEMTO-ST Institute, Besan^on, France. There, a cryogenic 
oscillator was built for ESA's deep space tracking network 
and it has a fractional frequency stability of about 2 x 10^ 
from 1 to 1000 s of averaging |18J, |,19 j . 

This current project has been to develop a local oscillator for 
VLBI radio astronomy, where an improved short-term stability 
of about two orders of magnitude over the hydrogen maser 
offers significant gains. Due to the high altitude of very high 
frequency VLBI sites it may be that the quality of the receiver 
signal is limited by the local oscillator. If that is the case, 
by averaging over shorter time intervals using a cryogenic 
sapphire oscillator as the local oscillator will result in clearer 
images. 
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II. Ultra-low vibration cryostat 

In order to reach the stability levels achieved in liquid 
helium cooled sapphire oscillators the vibrations produced by 
any cryocooler need to be reduced or compensated for in some 
way, so that they have minimal effect on the frequency of the 
oscillator determined by the cryogenic resonator Wang et al. 

\ used a jacket of helium gas to disconnect the motion of the 
condenser from the cryogenic resonator. The same approach 
has been adopted here [131. See Fig. [T] 

In this case a helium gas space was designed in the first 
version of the cryostat primarily to allow for operation with 
positive pressure in that space. Hence a bellows was introduced 
to free the cold head and hence the "condenser" from any rigid 
links to the resonator. At the condenser there is approximately 
a 12 /iTO vertical motion at about 1.4 Hz. The resonator inside 
its own vacuum can is attached to the base of the space where 
the condenser maintains a few liters of liquid helium ifTSll . 
This is labeled "coldfinger" in Fig. [T] 

It was found however that there was a strong effect on 
the frequency stability of the oscillator at about 1000 s of 
averaging when run with a pressure near one atmosphere fJl. 
The best condition was found where the lowest pressure (about 
50 kPa in practice) was allowed to develop in the helium 
gas space. Still there is sufficient gas there to provide the 
convective link to recool the helium as it evaporates. The 
temperature was maintained at about 3.35 K in the liquid under 
these conditions. The short term frequency stability (measured 
at an averaging time of t = 1 s) was found to slightly worse 
but the long term stability was greatly improved. Therefore the 
bellows was unnecessary and it was removed in a redesign of 
the cryostat. 

III. Cryogenic Sapphire Oscillator 

A highly stable oscillator employing a cryogenic temper- 
ature stabilized Crystal Systems HEMEX grade [21] single- 
crystal sapphire resonator, cooled with a 2-stage CryoMech 
PT407-RM ultra-low-vibration pulse-tube cryocooler, has been 
constructed. The new cryocooled sapphire oscillator contains 
a nominally identical resonator to those in the liquid helium 
cooled cryogenic sapphire oscillators used in the lab. The de- 
sign of sapphire resonators used in these cryogenic oscillators 
has been previously discussed 1241 as has the design of the 
loop oscillator and its servo control systems |l2l|, p^. See Fig. 
2. However in this case we derive 17 dBm of output power 
from the microwave amplifier in the loop. 

The chosen operational mode is the whispering-gallery 
WGHiQ^o o mode with a frequency of 11.202 GHz. The 
mode nomenclature means it has 16 azimuthal variations 
in the electromagnetic field standing wave around half its 
circumference, and one variation each along the radial and 
axial axes. The new resonator exhibited a turning point in its 
frequency-temperature dependence at about 5.9385 K and has 
a loaded Q-factor of 1.05 x 10^ at the turnover temperature. 
The turnover temperature was previously reported |3| as 5.984 
K but this difference was found to be due to thermal gradients, 
which has been reduced by the introduction of a 4 K radiation 
shield, made from thin (0.5 mm thick) aluminum (Fig. [l). 
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Fig. 1. Schematic of cryocooler cryostat showing vacuum enclosure and 
the location of sapphire loaded cavity on the "coldfinger" that is cooled by 
a few liters of liquid helium maintained by the condenser inside the helium 
gas space. The sapphire temperature is actively controlled using a carbon 
glass CGR-1-2000 sensor, a power resistor as a heater and a Lakeshore 340 
temperature controller. The sensor and the heater are located on the "copper 
post" supporting the sapphire resonator. 
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Fig. 2. Schematic of microwave loop oscillator. The symbols are as follows: 
MP is the mechanical phase-shifter to achieve the coirect loop phase for 
sustained oscillation, VCPs are voltage controller phase-shifters used for 
modulation and error correction of the loop phase lengths, and VCA is the 
voltage controlled attenuator used to servo control the circulating power in the 
loop by comparing the output of AD2 (an amplitude detector) to a voltage 
reference (circuit not shown). ADl is the amplitude detector connected to 
the resonator reflection port, the signal from which is used as the input to 
the Lock-in amplifier to generate the frequency control error signal to servo 
control the microwave oscillator frequency to that of the resonance. 



The resonator primary and secondary port coupling coeffi- 
cients at the turnover temperature were set to 0.80 and about 
0.01, respectively. The microwave energy is coupled into the 
resonator with loop antenna probes, through the lateral cavity 
wall, made from the same coaxial cables that connect it to the 
loop oscillator in the room temperature environment. Using 
an Endwave JCA8 12-5001 amplifier with sufficient microwave 
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Fig. 3. (color online) Temperatures at tiie three point,s monitored: the 
condenser, the coldtinger and on the copper post supporting the cavity. The 
curves indicate the cool-down time from initial start of cryocooler compressor. 
The sensors on the coldfinger and the copper post are uncalibrated above 100 
K. 
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Fig. 4. (color onUne) (AT) the nns temperature fluctuations expressed in 
units of [mK], calculated from the Allan deviation algorithm applied to time 
sampled (with a gate time of 1 s) temperatures at both the coldfinger and the 
copper post. 



gain (nearly 50 dB), a microwave filter set at the resonance 
frequency and the correct loop phase, set via a mechanical 
phase shifter, we get sustained oscillation. The details of 
the loop oscillator, the temperature control of the sapphire 
loaded cavity, the power control of the loop oscillator and the 
Pound frequency servo locking the oscillator frequency to the 
resonance in the sapphire crystal are the same as used in the 
liquid helium cooled oscillators 14J. 



In the measurements reported here a liquid helium cooled 
sapphire oscillator [2|, operating on the same VFGiJi6.o,o 
mode with a frequency of 11.200 GHz, was used to make 
frequency and phase comparisons with the new cryocooled 
sapphire oscillator. 
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Fig. 5. (color online) Power spectral density of temperature fluctuations 
expressed in units of [rriK^ /Hz] calculated from time sampled (with a gate 
time of 0.08 s) temperatures at both the coldfinger and the copper post. The 
top (blue) spectrum represents the temperature fluctuations at the coldfinger 
and the bottom (red) spectrum represents the temperature fluctuations at the 
copper post supporting the sapphire resonator This is the temperature control 
point and therefore represents an upper limit to the temperature fluctuations 
there. 



IV. Temperature Stability 

Carbon glass CGR- 1-2000 sensors were thermally anchored 
to lower vacuum can. One at the base of the coldfinger to 
monitor the temperature there and another to the copper post 
supporting the sapphire loaded cavity resonator. The latter 
is used to actively control the temperature of the sapphke 
crystal using a Lakeshore 340 temperature controller. As part 
of the thermal design we introduced 3 stainless steel washers 
to thermally isolate the copper post from the coldfinger By 
using stainless washers of different thickness one is able to 
increase the thermal time constant and hence also increase the 
minimum temperature at which the resonator stabilizes. 

Figure [3] shows the cool down temperatures as a function 
of time from initially switching on the compressor of the cry- 
ocooler. During the cool down slightly more than 1 atmosphere 
of pressure is maintained in the helium gas space. After 4 K 
is reached at the coldfinger the valve to the helium gas supply 
is closed off and a partial vacuum develops in the helium 
gas space (actually about 50 kPa). The temperature of the 
liquid helium falls but once the temperature control is activated 
(to bring the copper post, hence the sapphire, to the control 
point of 5.9385 K) the coldfinger temperature is raised to and 
maintained at about 3.35 K. 

The nns temperature fluctuations (AT) at the coldfinger 
and the copper post supporting the sapphire resonator were 
monitored by taking 150,000 samples with a 1 s gate time 
of the resistance of the two carbon glass sensors at these 
points. The data were converted to temperature and (AT) 
was then calculated from the time series temperature data 
using the Stable32 software-the Allan deviation of fractional 
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Fig. 6. (color online) The (red) soUd circles represent the Allan deviation 
(Ty calculated from time domain beat data using a A-counter, with gate times 
of 0.25, 0.5, 1, and 10 s. The (black) dashed Hne represents the modeled ay 
determined from Eq. j3) and the single side band phase noise best fit of Eq. 
E). CSO = cryogenic sapphire oscillator. 



temperature fluctuations (Tt(t) was calculated. The latter is 
related 

(AT) = arir) To, (1) 

where Tq is the mean temperature being measured. In these 
measurements there is no mean drift. 

The resulting nns temperature fluctuations (AT) at the 
coldfinger and the copper post supporting the sapphire res- 
onator are shown in Fig. |4] in units of [mK]. From this it 
is clear that over the region of most interest, 1 < r < 100 
s, the temperature fluctuations at the copper post supporting 
the sapphire (hence at the sapphire) are (AT) < 10 /iK. In 
fact, since we sampled the control thermometer, in this case, at 
the 'copper post', which was under active servo control, those 
temperature fluctuations can be only considered an upper limit. 
In the case of the 'coldfinger' data the sensor was only used 
to monitor the temperature. 

At the frequency temperature turnover point (Tq — 5.9385 
K) we calculated the second derivative 

by measuring the oscillator beat as we changed the temperature 
in the cryocooled sapphire oscillator The latter can be related 



\ /o 



/o9T2 



5T (AT) , 



(2) 



where /q = 11.202 GHz is the microwave oscillator frequency 
and 5T is the error in setting the temperature control set point 
for the sapphire crystal exactly on the turnover point. 

If we solve Eq. (|2|i for 5T assuming a value (AT) = 10 /iK, 
which is the value at r = 10 s, we get 6T = 25 mK. Certainly 
we can find the turnover point much better than that, at least 
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by a factor of 10, so temperature fluctuations do not add any 
significant noise to the oscillator. 

It may be noted also from Fig. |4] that the rms tempera- 
ture fluctuations at the coldfinger are at least an order of 
magnitude higher than at the copper post. This is due to 
the thermal filtering of the stainless steel spacers. Note too 
that at higher frequencies (ie. at shorter times r) there is a 
stronger suppression effect. This is particularly indicated in 
Fig. |5] where we have converted the time series temperature 
data sampled with 0.08 s gate time to power spectral densities 
of temperature fluctuations. In the upper spectrum for the 
coldfinger temperature fluctuations one can clearly see a peak 
due to the cryocooler compressor cycle frequency of 1 .43 Hz. 
Higher harmonics are apparent too. However in the lower 
spectrum for the copper post temperature fluctuations one 
cannot see this; the signal has been significantly attenuated. 

V. Frequency Stability 

The cryocooled oscillator was implemented and time do- 
main data of the 1.58 MHz beat between it and the liquid 
helium cooled oscillator measured with an Agilent 53132A 
A-counter |26| with gate times of 0.25, 0.5, 1 and 10 s. From 
this the Allan deviation (ay) of frequency fluctuations was 
calculated at integration times t equal to the gate times and 
at even multiples of the gate time with the 10 s gate time data 
using the Stable32 software. See Fig.|6]for the results. (When 
using this type of counter the calculated Allan deviation ay 
differs slightly from that calculated from a standard counter. 
The reader is advised to refer to Ref. Il26l where a full analysis 
is given.) 

In the first cryostat design we observed a significant (of 
order 10^^^/day) linear frequency drift in the oscillator 0. 
This has now been significantly reduced to a level of slightly 
below 5 X 10~^*/day (see Fig.|7]i. It was accomplished largely 
by the introduction of a 4 K radiation shield around the vac- 
uum can containing the sapphire resonator, and better thermal 
grounding of the coaxial cables at the 4 K stage. Also, the 
same time domain data was converted to Sy [dB/Hz] from the 
power spectral density of fractional frequency measurements 
after the linear drift was removed. This is discussed below. 
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Fig. 7. (color online) The measured fractional frequency offset of the beat 
between the cryocooled sapphire oscillator and an 11.2 GHz signal produced 
by picking off a high order harmonic of a step recovery diode driven by 
the doubled 100 MHz signal from our Kvarz hydrogen maser. Each datum 
is a 100 s gate time sample. The initial large deviation is due to the poor 
functioning of the air conditioner in the lab, which was later rectified. 
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VI. Phase noise 

To date there have been very few phase noise measurements 
of cryogenic sapphire oscillators. Tobar et al. ||22| measured 
the phase noise above 10 Hz Fourier frequencies in two 
nominally identical superconducting cavity oscillators, Dick 
et al. Il23l measured the phase noise of a superconducting 
sapphire cavity stabilized maser, Watabe et al. |6| measured 
the phase noise of two 100 MHz signals synthesized from 
two independent cryogenic sapphire oscillators, Marra et al. 
Il27l measured the phase noise of two nominally identical 
liquid-helium cooled sapphire oscillators and Grop et al. |19 | 
measured the phase noise of a cryocooled sapphire oscillator 
using a liquid-helium cooled oscillator. 

Recently we also estimated the low Fourier frequency phase 
noise from time domain measurements of the beat (sampled at 
1 s) between our cryocooled sapphire oscillator and a liquid 
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Fig. 8. Phase noise measurement setup used to obtain zero beat between the 
two cryogenic oscillators (see text for details). 

helium cooled sapphire oscillator in the same lab |3|. In the 
following we show measurement of the phase noise from those 
same two cryogenic oscillators but using the zero beat derived 
with the setup shown in Fig. [8] 

Since the beat note of the two oscillators is about 1.58 MHz, 
a few mW of signal power at this frequency was derived from 
the IF port of a Watkins Johnson M14A mixer This frequency 
was also synthesized from a low noise synthesizer that is phase 
locked to the cryocooled sapphire oscillator. The details of this 
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Fig. 9. (color online) The single side band phase noise 5^ [dBc/Hz] for a 
single oscillator assuming both contribute equally. 



synthesizer can be found in Hartnett et al. Il25l (see Fig. 5 of 
that paper). The single side band residual phase noise of the 
down-converter in the synthesizer was measured to be -124 
dBc/Hz at 1 Hz offset on a 100 MHz signal and hence does 
not contribute to the noise measurements here. See Fig. 3 of 
Hartnett et al. (25]. Using 1.58 MHz from the synthesizer as 
the LO drive on a Minicircuits ZX05-1L-S mixer we produced 
a zero beat. Final adjustment to get zero voltage on the 
oscilloscope was achieved with a mechanical microwave phase 
shifter in RF input arm to the M14A microwave mixer Both 
cryogenic oscillators are sufficiently stable to maintain zero 
voltage, monitored on an oscilloscope, at the output IF port 
of the mixer, for at least a few minutes, sufficient to make the 
measurement on an Agilent 8941 OA FFT spectrum analyzer. 
The resulting single sided phase noise for a single oscillator, 
assuming they both contribute equally, is shown in Fig. |9] 

The arrows indicate the bright lines derived from the cry- 
ocooler compressor cycle at 1.43 Hz. There is no clear bright 
line at the fundamental frequency of the cryocooler cycle, but 
it is clear at the higher harmonics. The hump at a few kHz is 
due to the bandwidth of the Pound servo used to lock the loop 
oscillator to the cryogenic resonator. Other lines are mains 
power harmonics. 

In order to fully understand and characterize the different 
phase noise mechanisms observed in the oscillators we con- 
verted the power spectral density of time domain beat data 
to phase noise and show the result in Fig. [TO] together with 
phase noise data from the zero beat measurement (Fig. 
Using a A-counter ||26| . with gate times of 1 s and 10 s, the 
beat frequency was sampled and converted to Sy using the 
software Stable32, after any linear drift was removed. 

Then the single side band phase noise was calculated using. 
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Fig. 10. (color online) The single side band phase noise [dBc/Hz] from 
10~^ to 10^ Hz. The data labeled as counter 1 s and counter 10 s is the 
phase noise calculated from power spectral density of time domain beat data 
using a A-counter, with gate times of 1 s and 10 s, respectively. The solid 
line is the best fit over the whole frequency range. 



where vq is the microwave oscillator frequency. 

We then found the best fit power series that fits the measured 
power spectral density of phase fluctuations over each decade 
of offset Fourier frequencies in Fig. [TO] Hence the single 
oscillator single side band phase noise can be represented by 

i-tkyj) — — n ^ F3 

10" 



-10.2 



/ 

10-11.0 



-j-10-0 



[racf/Hz 



(4) 



for Fourier frequencies 10 < / < 10"^ Hz. To represent 
Eq. (dli on the plot in Fig. [TO] take 10 log{C^{,f)) with units 
[dBc/Hz]. From Eq. Q we get £^(1 Hz) « -97.5 dBc/Hz, 
i.e. at 1 Hz offset from the 11.2 GHz carrier. 

Then in turn if we calculate the Allan deviation from Eq. ^ 
we get the result shown as the dashed curve in Fig.|6l Here we 
evaluate the coefficients /i_2, ^-i, ^Oi ^i, ^2 to Sy determined 
using Eqs ([3]) and ((4|, for a A-counter (see the last column 
of Table I of Ref. |26|). From there we calculated the total 
contribution to the Allan deviation and have compared that to 
the measured ay in Fig. |6l 

As would be expected the fit is very good (since we have 
mostly used time domain data) except at integration times r < 
1 s. This may be due to two causes: 1) it is difficult to account 
for all the bright lines at Fourier frequencies / > 1 Hz and 2) 
there is significant dead time (jd) (by percentage of the sample 
duration) at both r — 0.25 and 0.5 s. Flicker PM introduces 
an error of the order 0.43 Td/r for a high precision A-counter 
121. 



VII. Discussion 

= (To X 10^^^ for a single cryogenic 



The modeled a,. 



oscillator can be characterized by 

2 0.204 0.051 

cr^ = 0.072 + — — + 4 



1.063 



0.00121 T. (5) 
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Therefore it follows that, at integration times r <C 1 s the 
dominant noise process is white PM characterized by 

4.52 X 10-^^ 

~ ^1372 ■ 

This may be reduced by the introduction of a lower phase 
noise amplifier Over the range 1 < r < 10 s white FM noise 
is dominant and 

1.03 X 10-15 

Then ay reaches a minimum value (3.9 x 10^^^) where there 
is a limiting noise floor due to a flicker FM process. This can 
be characterized by 

ay « 2.69 X 10"^^ 

Assuming one could reduce the white FM noise one could 
conceivably reach this flicker floor. A flicker floor as high as 
2 X 10^15 has been previously observed resulting from a noisy 
ferrite circulator used on the reflection port of the cryogenic 
resonator ll28l . The cause of the limiting flicker floor deserves 
further investigation in these oscillators. 

At longer integration times there is random walk FM noise 
described by 

ay « 3.47 X 10""ri/2 

At T =1000 s this means ay « 1.1 x lO^^^ and at r =10,000 
s ay 3.5 X 10~i5 but in practice temperature and pressure 
changes in the ambient environment have an effect. See Fig. 

m 

VIII. Concluding Remarks 

In the first design of the cryostat [3] we reported a signif- 
icant linear frequency drift but this has now been reduced to 
less than 5 x lO^^'^/day. We believe this largely resulted from 
thermal gradients, which we reduced by the installation of a 
4 K radiation shield. But still there is room for improvement. 

The major advantage of the cryocooled oscillator is that it 
does not suffer from the need for regular and reliable liquid 
helium supplies in remote sites. The cryocooler head only 
requires maintenance after about 3 to 5 years of continuous 
operation. Because this design incorporates a small volume of 
liquid helium (that is continually reliquified) if the power fails 
for short periods the resonator will remain cold. It takes 20 
minutes after power fails for the pressure to build sufficient 
to vent helium gas through the relief valve. However the 
resonator will remain cold for several hours, which allows 
one to easily restart the unit after power is restored. If left too 
long more pure helium gas will need to be added. Nevertheless 
some hours of power failure can be accommodated by the 
design. 

The frequency stability of the cryocooled oscillator is suf- 
ficient to meet the requirements of a flywheel oscillator for 
atomic fountain clocks to overcome the Dick effect f8| and is 
more practical for standards labs than the version that required 
continual refilling with liquid helium. Its frequency stability 
matches that of the best liquid helium cooled cryogenic 
sapphire oscillators. It can be used as a local oscillator a few 



orders of magnitude more stable, at integration times between 
1 and 10 s, than the best hydrogen maser, whereas at about 
1000 s the stability becomes comparable to that of a hydrogen 
maser. 

The hydrogen maser is currently the standard in VLBI 
radio-astronomy, but at millimeter wave frequencies this can 
limit the coherence of the receiver signal. A more stable 
local reference can overcome this limitation. Therefore the 
cryocooled sapphire oscillator has the potential to provide a 
much improved local oscillator for remote very high frequency 
VLBI radio-astronomy sites. 
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